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INTRODUCTION  AND  SUMMARY 


A primary  concern  of  frequency  standards  is  the  stability  of  the  output 
signal  frequency.  Numerous  methods  for  determining  their  stability  have 
been  devised.  This  paper  briefly  discusses  frequency  stability  and  its 
measurement  and  describes  a simple  innovative  test  system  or  method  which 
eliminates  an  undesirable  factor  known  as  deadtime  in  frequency  stability 
analysis. 

Several  beat  frequency  methods  for  measuring  frequency  stability  including 
single  and  dual  mixer  systems  have  been  devised.  In  measuring  frequency 
stability,  using  the  beat  frequency  method,  dead  time  or  holes  between  data 
samples  may  result  depending  on  the  method  used  to  take  the  data.  This 
deadtime  consists  of  every  other  period  when  the  period  mode  of  a commercial 
electronic  counter  is  used.  Deadtime  may  lead  to  erroneous  calculations  of 
sigma  ( o ),  a measure  of  frequency  stability,  especially  for  short  averaging 
times.  For  long  averaging  times,  deadtime  can  double  the  test  time  required 
to  achieve  a desired  level  of  confidence  in  calculating  sigma. 

Some  methods  which  eliminate  deadtime  have  undesirable  characteristics  including 
complexity,  high  implementation  cost  and  ambiguity  under  certain  conditions. 

The  method  described  in  this  paper  (a  single  mixer  time-mark  system)  eliminates 
deadtime  in  measuring  the  output  of  a single  mixer  system.  It  is  useful  over 
a wide  range  of  averaging  times  ( t or  tau)  and  can  be  implemented  in  several 
ways  including  a simple  and  Inexpensive  modification  to  certain  existing  commer- 
cial electronic  counters. 

The  single  mixer  time-mark  system  has  successfully  been  demonstrated  in  a pro- 
duction test  program  for  precision  frequency  standards.  The  following  table 
summarizes  some  of  the  advantages  and  disadvantages  of  the  beat  frequency  methods 


COMPARISON  OF  BEAT  FREQUENCY  METHODS 


Frequency  Stability  and  Its  Measurement 


The  beat  period  or  hetrodyne  technique  is  a common  if  not  the  most  prevalent 
method  used  to  determine  the  frequency  and  frequency  stability  of  precision 
frequency  standards.  A block  diagram  showing  a set-up  for  measuring  frequency 
and  frequency  stability  using  this  method  Is  shown  in  Figure  1.  A frequency 
synthesizer  is  needed  to  obtain  a desired  beat  frequency  output  from  the  mixer 
if  tuning  of  either  standard  is  not  possible  or  impractical.  A low  phase 
noise  frequency  synthesizer  is  required  to  avoid  significant  contribution  of 
noise  to  the  test  system.  The  amplified  and  filtered  period  of  the  beat 
frequency  may  be  measured  using  the  period  mode  of  an  electronic  counter. 
Samples  of  this  beat  period  provide  the  data  required  to  calculate  both 
frequency  offset  from  the  standard  and  frequency  stability  for  various  sample 
times  (t). 

Since  it  is  relatively  easy  (e.g.,  using  an  oscilloscope)  to  determine 

whether  the  frequency  being  tested  is  higher  or  lower  than  the  reference 

frequency,  the  determination  of  frequency  is  readily  determined.  Frequency 

stability,  however,  is  not  as  simple.  The  Allan  Variance  provides  the 

(3  4) 

industry  accepted  definition  of  frequency  stability.  ’ ' Figure  2 

illustrates  a calculation  of  the  square  root  of  the  Allan  variance  or  sigma 

based  on  hypothetical  data  with  no  deadtime  (to  be  explained  later).  The 

period  of  the  beat  frequency  difference  out  of  the  mixer  represents  the 

minimum  sample  or  averaging  time  (t)  for  which  sigma  ( o (t))  can  be 

calculated.  When  dead  time  is  not  present,  calculations  of  sigma  for  longer 

sample  times  is  normally  done  by  first  simply  averaging  adjacent  groups  of 

two  or  more  data  points  resulting  in  less  data  points  for  some  multiple  of  r . 

A systematic  method  is  often  used  in  which  sigma  is  calculated,  adjacent 

pair  of  data  points  are  averaged,  sigma  for  those  points  calculated  and  the 

process  repeated  until  only  two  data  points  are  left.  This  very  useful 

(1  4) 

technique  is  not  valid  if  deadtime  is  present.  ’ ' Note  in  the  sample 
calculation  shown  in  Figure  2 that  sigma  in  Hz  is  divided  by  the  operating 
frequency  (nominal  frequency  of  the  frequency  standard  under  test)  to  obtain 
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Figure  2.  SAMPLE  CALCULATION  OF  STABILITY 
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a more  meaningful  number  for  purposes  of  comparison.  By  definition,  this 
measure  of  stability  requires  that  continuous  samples  of  the  beat  period  be 
used. 

Deadtime  and  Its  Elimination 


As  can  be  seen  in  Figure  3,  the  period  mode  of  an  electronic  counter  results 
in  the  loss  of  every  other  beat  period  because  of  the  time  required  for  the 
counter  to  re-arm.  Although  this  deadtime  (holes  or  gaps  between  data 
samples)  is  not  always  critical,  for  short  sample  times  it  may  result  in 
significant  error  in  calculating  stability.  Depending  on  how  much  is  known 
about  the  behavior  of  the  frequency  standard  being  tested,  corrections 
for  deadtime  using  bias  functions  may  or  may  not  be  satisfactory.^4,  ^ 

In  addition,  loss  of  every  other  beat  period,  although  not  cirtical  for 
long  sample  times,  does  require  twice  as  much  elapsed  time  to  collect  data 
for  a given  confidence  level.  This  becomes  a very  significant  factor, 
for  example,  during  production  testing  of  frequency  standards  used  in 
navigation  systems  where  production  schedules  are  a primary  concern. 

Measurement  methods  which  eliminate  deadtime  have  been  devised.  The  Dual 

Mixer  system  shown  in  Figure  4 eliminates  deadtime  and  provides  a number  of 

excellent  features  as  described  by  David  Allan  of  the  National  Bureau  of 
(?) 

Standards.'  ' The  Dual  Mixer  system,  however,  may  not  be  a satisfactory 
method  under  certain  circumstances,  especially  when  the  frequency  standard 
under  test  is  not  close  in  frequency  to  the  reference  frequency.  Depending 
on  the  length  of  time  data  is  to  be  collected  and  the  way  in  which  data  is 
to  be  processed,  some  ambiguities  which  occur  can  be  somewhat  troublesome. 

In  addition,  the  Dual  Mixer  system  always  requires  a third  frequency  source 
whose  stability  requirement  depends  on  the  averaging  time  involved.  Then 
too,  the  system  with  two  mixers  and  one  common  input  is  inherently  more 
subject  to  certain  noise  problems  including  cross  talk  than  a single  mixer 
system. 
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The  Single  Mixer  Time-Mark  System 

While  examining  methods  to  work  around  what  were  considered  to  be  some  of 
the  less  desireable  features  of  the  Dual  Mixer  system,  a simple  alternative 
system  was  devised.  This  system,  a single  mixer  time-mark  system,  is 
understood  to  function  in  a manner  similar  to  a "chronograph"  system  which 
has  been  used  for  some  time  by  the  Time  and  Frequency  Section  of  the 
National  Bureau  of  Standards  in  Boulder,  Colorado. ^ The  system  described 
here,  however,  was  implemented  using  a simple,  minor  modification  to  an 
existing  commercially  available  electronic  counter.  The  modification 
consisted  of  adding  a switch  and  an  integrated  circuit  logic  chip  to  enable 
selection  and  function  of  a new  mode  of  operation  for  the  counter.  Such  a 
modified  counter  is  currently  in  use  in  production  testing  of  frequency 
standards.  A sigma  versus  tau  plot  of  real  data  taken  using  this  counter 
is  shown  in  Figure  5.  A commercial  counter  with  this  easy  to  add  capability 
could  possibly  have  other  applications. 

Figure  6 is  a conceptual  block  diagram  illustrating  the  operating  principles 
of  the  system.  The  frequency  counter  shown  has  eight  BCD  digits  of  resolution. 
The  counter,  without  being  reset,  counts  continuously  using  the  10  MHz  signal 
from  the  reference  frequency  standard  as  its  input.  The  f il ter-ampl if ier 
shapes  the  zero  crossing  output  of  the  mixer  to  a narrow  pulse  with  a rise 
time  of  less  than  approximately  20  nanoseconds  and  5 volts  in  amplitude. 

This  pulse  is  used  as  a gate  enable  to  transfer,  in  parallel,  the  output 
states  of  the  decade  counter,  at  the  time  of  zero  crossing  to  the  buffer. 

The  pulse  is  also  sent  through  a delay  before  serving  as  a print  command  or 
flag  to  indicate  new  data  is  ready  to  be  read  from  the  buffer.  The  period 
of  the  beat  frequency  output  of  the  mixer  is  the  limiting  factor  of  the  time 
allowed  to  read  the  data  from  the  buffer.  Data  from  the  buffer  could  be 
removed  in  parallel  or  serially  by  bit  or  character  depending  on  the  buffer 
used. 

Since  the  counter  counts  continuously,  the  data  output  represents  the  times 
at  which  zero  crossings  occur.  With  eight  decimal  digits,  the  maximum 
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possible  output  of  the  counter  shown  is  99999999.  This  does  not  present  a 
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time  limitation,  however,  since  during  analysis  a multiple  of  10  is 
simply  added  whenever  a data  sample  is  numerically  less  than  a preceding 
one.  This  provides  sufficient  information  for  use  in  calculating  frequency 
and  frequency  stability  with  no  deadtime. 

The  resolution  of  the  system  is  a function  of  the  reference  frequency  used 
as  an  input  signal  to  the  Cascaded  BCD  counters  (the  time  base).  Figure  7 
is  a plot  of  resolution  of  sigma  versus  t for  different  time  base  frequencies. 
The  speed  at  which  data  can  be  gated  to  the  buffer  puts  an  upper  limit  beyond 
which  increasing  the  standard  input  reference  frequency  provides  no  additional 
resolution.  New  technology,  however,  continues  to  increase  the  transfer 
speeds  possible. 

Figure  8 shows  how  beat  frequency  data  without  deadtime  may  be  obtained  by 
simple  subtraction  of  adjacent  raw  data  points.  As  indicated  previously, 
if  this  difference  is  negative  in  sign,  the  correct  value  is  found  by 

Q 

adding  a constant  (e.g.,  1 x 10  if  an  eight  digit  counter  is  used).  The 
resulting  beat  period  data  can  be  used  as  previously  discussed  to  calculate 
stability  for  various  sample  times.  It  should  be  noted  that  alternate 
methods  of  analysis  of  the  data  for  calculating  frequency  stability  are 
possible. 

Although  the  system  shown  in  Figure  6 could  be  implemented  without  much 
difficulty  using  available  integrated  circuits,  modification  of  a commercial 
frequency  counter  which  has  a time  interval  function  and  buffer  storage  is 
more  expedient.  This  is  especially  true  if  the  counter  is  already  inter- 
faced to  a computer,  calculator,  tape  punch  or  other  data  processing  medium 
A more  ambitious  approach  would  be  to  develop  a self  contained,  micro- 
processor based  frequency/ frequency  stability  measuring  system. 
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Raw  Data  From  Single  Mixer 
Time-Mark  System  with  10  MHz 
Reference  (Time  Base) 


Difference  of 
Adjacent  Data  Points 


(1)  41000205 


♦Obtained  by  adding  109  to  -90003324. 


Figure  8.  CALCULATING  BEAT  PERIODS 

(Division  of  difference  by  10  MHz  time 
base  results  in  nominal  1 second  beat.) 
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